Certificate: USTC/16/FAI/00152

Contract Number: 710299 SGS Reference: 624805/01
Certified Product: Lithium lon Battery
Model(s): 3117615, 3117715, 3117815,

3117915,3118015, 3118115,
3118215, 3118315, 3118415

Technical Data: Rated Voltage: 10.8 V
Rated Capacity: 26.1 Ah

Rated Energy: 281.88 Wh

Maximum Charge Current: 9.99 A

Maximum Charge Voltage: 12.675 V

Maximum Discharge Current: 14.99 A

End of Discharge Voltage: 8.7 V

Charge Temperature Range: 0 ~ 45 °C

Discharge Temperature Range: 0 ~ 60 °C

Certificate Holder Manufacturer
Enovate Medical. Enovate Medical.

1152 Park Avenue 1152 Park Avenue
Murfreesboro, TN 37129 USA. Murfreesboro, TN 37129 USA.

The product is certified according to ISO/IEC Guide 17067, Conformity assessment —
Fundamentals of product certification, System 3, and in accordance with
UL Standard for Safety Secondary Cells And Batteries Containing Alkaline
Or Other Non-Acid Electrolytes — Safety Requirements For Portable Sealed
Secondary Cells, And For Batteries Made From Them, For Use In Portable
Applications, UL 62133 1st Ed ,Rev., January 09,2015
This certificate is valid until 15 June 2019 unless the standard in question has been amended or
superseded with significant changes in requirements, in which case, SGS has the right to shorten
the validity of the certificate based on the legislation. This certificate includes the right to use the
SGS Product Certification Mark under the condition that changes (if any) will be checked at
SGS before the product is brought onto market and that the conditions for the SGS USTC
Certification Program are met.

Authorized by Effective date: 15 June 2016
Suwanee, GA
DouchiA FoalAiL ol
Paul Krauss

Certification Manager
Consumer Testing Services, a division of SGS North America Inc.
620 Old Peachtree Road, Ste. 100, Suwanee, GA 30024, USA
t +1770570 1800 f +1770277 1240 www.sgs.com
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This certificate is issuad by the company under its General Conditions for Certification
Services accessible at www.sgs.comiterms_and_conditions.htm. Attention is drawn to the
limitations of liabhity defined therein and In the Test Report here above mentioned which
findings are reflectad In this Certificate. Any unauthorized aieration, forgery or faisification
of the content or app: of this de Is unlawful and offenders may be
prosecuted to the fullest extent of the law.

SGS
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